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Abstract

Background and purpose: Patients admitted at the intensive care unit (ICU) need blood draws
for chemistry analytes and arterial blood gas (ABG) analysis. Repeated blood drawing is one of the most
common causes of anemia in these group of patients. Measurement of analytes only by ABG analyzer can
be beneficial for preventing anemia. The aim of this study was to compare the biochemical analytes in
venous and ABG samples in ICU patients.

Materials and methods: This cross-sectional study was performed in 223 patients hospitalized
in the ICU. These patients undergoing ABG analysis and simultaneous venous sampling. The value of Ca,
Na, K, Hct, and glucose were measured in venous samples with a laboratory auto-analyzer and in arterial
samples with an ABG analyzer.

Results: The mean age of patients was 61.14+16.96 years. The mean difference between ABG
and serum samples was 1.12 mEg/L for sodium, -0.29 mEg/L for potassium, -0.98 mg/dl for calcium,
0.33 mg/dl for glucose, and 4.39%% for hematocrit. In addition, 95% limit of agreement was -12.3 to 9
for sodium, -0.7 to 1.29 for potassium, -1.31 to 3.8 for calcium, -39.13 to 40.32 for glucose, and -13.5 to
8.5 for hematocrit.

Conclusion: Because of acceptable agreement for sodium, potassium, and hematocrit, ABG
analyzer can be used in ICU patients and emergency situations. There is a remarkable bias between the

ABG-measured and laboratory-measured calcium and glucose, so the calcium and glucose measurement

by the ABG analyzer are not reliable.

Keywords: arterial blood, calcium, glucose, hematocrit, potassium, sodium, venous blood

J Mazandaran Univ Med Sci 2023; 33 (Supple 1): 170-179 (Persian).

Corresponding Author: Shahram Seyfi- Faculty of Medicine, Babol University of Medical Sciences, Babol, Iran
(E-mail: ficu_ss@yahoo.com)

170


mailto:ficu_ss@yahoo.com\)
https://jmums.mazums.ac.ir/article-1-19522-en.html

[ Downloaded from jmums.mazums.ac.ir on 2025-12-27 |

oYt S B} yee—1 coll _Siba_ L as

(126-133) 1402 Jlw oLT 1 asl ol s)lads eow g W o)

Ja QL pb g 219 g2 aigai |boubgy 5lo jgiSls jlabo Lw)p
ajig Cudlpo Yy ja (54 gljlay

Lol 092
Zu"'-.*.“ NI
° s pl g
f oSSl g3

2 IuS>

ST (s g 58 (68 0 a3 o Sl o (gl i 3 (6 O len T B3B3 dislas
&S 031l o Ol jla o 53 Tl Je 5, S &S0 Az (ABG) L, S s 5 oleddse
O 45505 3 (a6 Ol o aalllae ] 55 ST (6, o T 1Ll 5 o0 ABG &g 55 g5 lsT
A g e 05 5 Sl e Gla i 55 (6 s Olslew )3 ABG L L 55

e s planl o 5 GLacal o (sla idu 55 (5 i sle 223 55 Mos= ks axlllas oyl : g 9 Slge
ABG 5 YUT L 0k 5 4 505 53 5 AR LT YT 514 Ay 4505 55 Cu S Slen 5 0ndS 5748 (el e e
b g S oIl

53 0¥ (ST AL 12 i (6l 1y 3 5 55 LABG a5 g s LaosT bl S0k ol
5w 30,8 a=0/98 IS ) s y3 0, 8 L0335, 8 2ty 0V S| e -0/29 oty
L -1213 e (1 1 G315 A 10,300 Bland Altman LT e sdeay A odalin Loy 4139 o S gles
s ol 85 6 -13/5 & S slea 53/08 1 -1/31 ol 40/32 v -39/13 ;5 48 /29 ¢ -0/7 s 9

3 0lsT g S Slen 5 ol (b (81 s S8 G315 A OV Kile i 4 5 L szt
S 5 3 I8 O n 53 s Dl s a0 38 sl LalsT () (6,8 51401 Cgr ABG 5 YUT
s Slazel pBEABG )5 YUT baw 5 bsT ol (6,8 s 310

SL O Sy O cﬁxc;)lfcg'ﬁ;jm cﬁwcwk’igﬂsgh ojl9

4o do
2l s S5 S8 s g 5y dsb o polds o Codl e Gla idu 55 (6 am dl- s Ol slew
OA_\J;@.;TC_L;JA};JJQ«:.\;;L_@L&@\;T (s (st ¢ 53l bl 5557 4 0L Mae atax
Lae S 055 5 b (31 il o Ol Sles 8 gdmie slag S0 5,8 el s sae
E-mail: ficu_ss@yahoo.com Sy DT Oyl 55,31 5 UL bl = a0l paells :Ugfamno ilgo

Ol el e il (S o ke o835 ¢ Gl s od CuT O jloy Dl 5 dnen 5 ol ¢ st 035 ookl

Il e b e by (S5 p ke ol ¢ g ity i a5y (s il 2

Ol ebb el (S5 p ske ol ¢ Gl 5y ol ST bt oy liind 5t 5 ol ¢y 03,8 ¢ Sbslinl 3

D1l el ool a5 ste o8ty (s 008t s 3y Sl 2 i gm olamrl Jalse Dl S 0 ¢ Sl 5T 05 8 5ot 4
14021816 : s s 55 1402/5/17 : S-Sl Cgr gl ot 140213124+ it 55 st

171 1402 pb7 .1 asb sizg a)ladd o § ¢ a)gs ohaijle Ak} esle olEisl alas


mailto:ficu_ss@yahoo.com
https://jmums.mazums.ac.ir/article-1-19522-en.html

[ Downloaded from jmums.mazums.ac.ir on 2025-12-27 |

Ohlow ) 0o ga) (Lexiion le)eiSte )sbs

S (s 4 ga Sl il oo 5 el slazel 5
sdste (laas 50 0313 1 Ol 55 (0 S s—e 295
(ol ol 5 055 Ol s (S aoe 4t 55 5 05
b5 OLSIS Sy Ol s St lejT ausa il 58l
3 stome Slalllan 0556 3 S (6,8 gl oo le3T ey
SodaaT Cmns 4 LT Hldde Gollas O s ) o &
Olylas 3 A& 2 leT ,YUT 51 5 ABG 5 YUT
(10T7) el 0 a1 55 055 9 bl o (Sla 23w 53 (6 s
p=lS 5 A e S S ler i ol 10T S
ssbite a aadllas ol s Oslas 555 sla B3T3
(ks (g e Socan 5 3olaT Ol (g 2
155 5ABG Gsai o S 5 &y S slen oS

o plnil o 9 Bl e gla i 53 (6 e Olla o

o9, 9 dl9e
25 o 3,55 L o 5 e il
JLe80 615 Luis,sl sl 223 551399-1400 UL
DT Ol slay o3 5 Slatdlm Jide 5> (6 s
JoLs 59,5 slasbas b plondl LU (i 5 Sl
S e Ok Jold (cudl5 58l Obslos 1351 15 35050
(Wt gomt b o (G S 0 Lo e o) (>
53l 557 5 Ol s ¢(6 ke S ey 558 Oyl
a3 JLB0 615 e b O jles cautaze Lo 5 2bs
Sla s 5 (Lol 24) 55, &K ol Sdats (6 s
Gy 53 keSS il el Ol ey o5 ol e
Sl Sl 5 O g 5 Sy S 1SS
5 S sl ST 5 plard 5 sLaosesT
s s 2SI VM g 3 (6 ke Al il
S g Soles adlllas = 5 la sl (6 i
Ol (J80 51 5 5 518 51 58" b Soles
A ol o35 bl o an 5L O (wilsl o2
BSOSl S sl o Gl B O 4 g 5 Sk
O35 Glaassns 51 (SG 4 b b ddls S5 05

L o D Ohlew ki Bl 5L s b 5 S S

Sy plodl b o b 3 elS 5 sy b
LB LT Gl b 05 a5 sai ol sl )
Sl 055 058 5,8 o311 Juls Gl 5 0
(PH) «waul (PCO2) - S A8 (55 ((PO2)
5055 3 il 31 535S ((HCOB) s S
ABG laolS s Lo g (lactate) o 5= LSy
ABG slao&eus.(54) sl . (arterial blood gas)
6l p VLT s Jlo s Osles (2L 51 53 (Sl 5!
55 nsfS e Chle 555 55 SEILIABG b
()48 oo 151 5L 5 Aol Jols o e oSy U
S ol Ol g ol 3 s s 8
Connl Sy S 5 G s e s G s
GS ol glacy so 3l ol Jla s 5 ol
Loy OT (gl L5 S (U 2 sl el
Gl el gy 1 Al o 4i33 ey 53> ABG 6zs
o )l g S A Ol Sl g5 055
Ohyles 53 9yl (Tl JtalesT Vl;dljalf.&_uﬂ
ABG 4 505l eslinl 5 5558 Oleys @ 5L cuil3 sl
RS NI SR RGNV Y

3 0ss S8 s L olzil  boay A8
ElEa e Loy ol sy ¢ S0
6l )l Ol e 53 (S oDt o rl’u‘ Slalllas
SIS Gos 5 Sb 5 4 se3 5w HCO3 PCO2 PH
stal L 5 sk 5 Mt PO2 e 55 Lol Sl 0k
(oS S oyl d5le sl Gl e 3 4 o
S0 e ol 5 (b Jadkenl 557 B (g sles
(11-8)5 55 o 5 i O35 1 (COPD)

S o Sl e Sla i 53 (6 e Olobeny 5o
45503 SABG () 5 L Gl 4 g el
s gl GLAC T )y g s
2ol 53 (Sl gme SslE &S S g y3 cden S
s Lok 5 O s 53 edd (5,8 o 51l (sla el
Sylllwl A j3 a5 g 95 o Ha L dSL sl S g

Sl 05 Gl jledal Caws 4 yolie (il b

1402 o7 .1 sl ajsg s)lad «oow g w 8)9s

ohiils 3b) eole al5RSDL dlas 172


https://jmums.mazums.ac.ir/article-1-19522-en.html

[ Downloaded from jmums.mazums.ac.ir on 2025-12-27 |

uljlSnm g 50l jagp

Q‘J_:.A s oslazwl Pair t-test Q)A)T J‘ wf ‘_;L&os‘s
O3l Lowgs iy 93 3ol o 4 Slaosls il
0/05 ;! ¢S P-value .5 oLl Bland-Altman

A 4::9;]]&}):)‘:@#

61/14£16/96 Ol )lass oyos dows 2o anlllas ol s
35 Sbew 86 5 (4 )5 61/43) 5 0 Hlew 137 54 Ul
Ol las 55 (6w 4lew 83 51 is 5 (Ao, 38/56)
DT Ol sl 53 (6 s Sloy 140 5 S, Bl T
sl by e SLedbl s 4§ wsel ig
(s Jals o3 5 el e i 4w s Olyley
U555 0L (6,8 Gaed Joun 5 I 5 asee Hx
VRS I VU3 PRES

oAl S sl S S 5 GB slalen
G e gl 5158 Olyley (g e e
3 03,512 o jled Jgdor 55 g0 5 20 s g 3 O oy

87 Jols glacn; slacsslon Sl cosdle &
Cabs 355061 (0055 39) 55 ST 5 B (olan 3540
26 (s 53 2313) 0 s 5Lt 555052 (s y5 27/4)
ol 3552 28 oo 3 1T) (6550 (ool ) 50
(40 53306) (s 3 5 (s ley 35528 (42,5 10/8) (5,5
el 03 51 (4035 0/9) 617 (5l 3550 53 5

s 5ABG Gsal 3 e S5
3 0Vl ST e 137/2146/2 5138/3329/6
V12 a5 05 33 (sl 53 ot 0 ile Dt 5 4
(B ostes dpts) T s 2 53 01 ST e
b -12/32 315 4> e sl Bland-Altman 3T
(L oyl ls 5e3) 515 OLzs 1, 9/09

55 A s ABG 4 sel 5o ey oS
s 2 53 oV ST e 4/0620/76 4 3/77 £0/8
e =0129 6 505 55 53 53 ey SSLn LSl
5T .G o)led dpder) T s w 2d 53 0¥y S
L U2 5007 G315 4> peuly (51 Bland-Altman

Sl sen il sl CASTL Sladiped 5 (S oley
Sy pde oS8ty A AT (35 5
IR.MUBABOL.REC.1399.255 o L& Ly L
3055 J= oo L Obalea b 0Ll 5 sl

s 8 Ol gl Szt 5,050

58 b 53 DL Sl A 6 6 S e
S 055 gk plonil Jsl Cola 24 b 5
5ot iy B 4y e s B (55 0 ki
S o s S 516l oo 55 4503 53 g
oo 53 O s Y5855 53 0 a2y
s a5l Sl ik el Sales b b el
233 p e L O b s lies Jlansl e 4 gl 4550
s Ot o8ty LaT (5l 33 4905 5 0ok a5ms
0 Al den 3 (Jammn 55 3l 680 S
Sy Obes o pwaiy 5 Jiu S Jases sl s
Oljps b a8 (6535 s 5l 6,8 05
JLsly 0l 5l b 5 G5 05 45w 2 e 53
JSIU e 03,5 (Gpiedes 5l oy Josed b s
8 S s 4 28T K e Lo

g 5 odkd M 65 05 (Sl 5o
53 i o3k b Ol lew o a3 T 4 (6 805101
(o S Sler e (ol e ()5 Sladi g
SLaiaS 3l 45 505 ol oS 5 5508
5Sysmex KX-21 55, YUT g1 slaelens L 5 0L
Olejan (S o Sladgai 531 o ot Hitachi 912
K by plerd s sLalsT ABG s b
Sl e sla idw 53 55> 50 GEM Premier 3000
s (5,803l 05

50us STATA Ll 33lp 51 Jdowi 5 4 25 shate 4
Jadm 53 odel Cmws s (glmosls . di oslicul 17
RN PPN EIN gy PREPRC. pH KPS
obe 3l eslizal b oS gloesls gl o s 5IUT
Sleslanwl U a8 slaesls ol o 5 5lme ol il

el g e (sl s At il o3 5 (513

173 1402 907 . 1 asl slag aylatd o § ¢ )0

ohaijle Ak} esle olEisl alas


https://jmums.mazums.ac.ir/article-1-19522-en.html

[ Downloaded from jmums.mazums.ac.ir on 2025-12-27 |

Ohlow ) 0o ga) (Lexiion le)eiSte )sbs

G -12/32 51 sl a %95 5 (85, ast) g 5, Lot
0/623 5515 o b 5 (prabaii (Lo 15)9/09

4255 LABG 4505 53 &y S glea e S50
54 Lo 53 32/0145/18 5 36/4+28/42 oL 5 s
2o ;339 4 005 53l 53 s S glen ke Dl
Bland Altman ;JUT .3 o les Jsdar) e s @
(3 oyles Hlsgad) sls OLzs 1, 8/5 1 -13/5 53l 5 >

i Aoy LABG e s S48 e S0k
23 ¢S e 156/47£68/96 5 156/81+69/15 5 5
e 33 29l 33 5 I o 80le M g )
(Bosbomt Jgor) LT s 4y 2 s 53 p 8 e 0/33
1,40/32 G -39/13 ;31 3 4> Bland Altman ;JuT

(B o jles s 4a) 5ls OLis

Lt oy (o o2yl

(MEQL) aus y

(MUG/LY 349 5 e s by, il
s 5 Ok -3 ealy Bland Altman His s 2 6 sleds 513903
G =07 51 ol 295 5 (K55 0 o) 0o B 5 Lot tules
0173 3515 o i 5 (o slales) 1/2

0
L

-50
L

(%) s 5 Olisd Ty S gilas gl

-100
L

20 30 40 50 60
(%) 205 5 Ok xS st KL

by 9 0L s o S glea Bland Altman ,1s se5:3 o5kl 518909

(2 oyl 15 4a3) 515 OLis

axdllan 35 30 Ol sl 33 45305 s 5 (5 s Side 1L oobed Jgur

JS sl (o 53) slaas ESTEST R
(2)49 s ICU ¢ s i
23 (62)116 s
(26)58 .
s (93/7) 209 sty S g
(6/3) 14 U1y e
D
(72/8) 102 SF NS s gl Joun
- (711)38 S S ol
(135)3 s Jlo S
(35/8) 80 s sy

anllln 55 90 Ol slaws 53 390 (5 s £ g 5 (S i Tl 2 05l0d Jgio

(A y3) sluws

(23/3)52 G S e
17)38 Los 5
17)38 458

(13/5) 30 SN

(10/8) 24 She
@ems Y
@ems E—
113)3 s
0/9) 2 obs

(10/7) 24 2l

(12/6) 28 L& Slsa 3 e s gu
9)29 PR
113)3 IS

adllae 3550 Ollan 53 ot oo sl 2l 3 ojleds Jgua

Sbbugle KOs SLE e S ol Gy e sttt b
wRes | 21 s (MEQD)
o6 12
13883£96 23 o
4060776 2 ws HMEQL) et
<00t -2 YT+ 08 2 A
2WiLsN8 20 I TR OP IR
00t 49 ,
WALBU3 23 o
818 063 ] s (myd)
017 _098 - =
123 “ o
156476896 221 mofdl) 5 &
s V33 Loy (mg/dl) 5 &
156816915 223 o

(MEQ/) 25 5 Qs a0 D55

-100
L

20 30 40 50 60
(MEQ/) 255 3 Oy e 083ka

Seled oy 5 0L 5 ‘..:.x.aBIand Altman 15 o3 11 o5led 515903

1402 obT .1 sl ofag a)ladd «oomw g ¢ 8)9s

ohaijle (3b) eole slERS) alas 174


https://jmums.mazums.ac.ir/article-1-19522-en.html

[ Downloaded from jmums.mazums.ac.ir on 2025-12-27 |

uljlSnm g 50l jagp

A de Le 029 J/6L L 5w o SSle oM
OLE USCLIA Jaally s U ollas 4,5 4/39 4
L5 o ety 5 Sle M| Ol me (12) 313
Mt Ol n cpl o 51 (Bl 4 50 oS sl e
L by oS 1o 55 Sl I 2l Bl
ey 5 e ol Nanda adllas s ¢Sl andllas
03 e b 075 53 - Sloe Ml L w0
035 o Sl B 1 ST s L Ok 2 el s
it Ohles 5 A& LT, YUT LABG 5 YUT
oL Wongyingsinn asdlzs . (13)cul o3 5 Cul
Ml LABG 5 (6uL 55 4505 ey Ol e a5 505
wLie 0/83-0/94 550 5 u> 5 =) 55 Jge e 0/49
2 (M)l slazel LBABG LT ls 5 o35 o
ey 5 e L5 0355 OLSS 4 Sllllas oamy
el 0 o,Lal s 55 s ABG 4 50d U sk (5 S o1t
40 3 g 2SN e e (1, IKen 5 Xie andllas >
Ol Gl i JolS 05 bk ys 05 Slawdly 5 p
A SIABG L Lemadly ol 5 o syl 457 503
2lie L Ollas 5 il s Sla) 5 (g sllee 3355
E il s U s b i
Jod =6 JL Bl (tfw‘b'}a.;l{‘\.wiu.»))ABG
J=B R o 4 508 il lde cogDe 4yl
Ut Ol s dor 51815 0L a4 gad 40 o 4o
(15)3 55 J g8 JoB a5 oI Blowd 51 odls sualiee
e e OBt 0, 5 Budak anlas s
wb 5158 md 53 Jge e 419 0L 5 L s 4 g
o5 SR A 5o dsnsdo e Js3 6 A 5l S
ey Ol e O Ol a5l A 3315 3 05300
(D) oalin 2 55 Jgn oo 05 51 5 2
=S Oy by (8 el Ol 5o
s Gl A Cle s L 0L B O peely
Ol 45 gad sl 51 487 slgray 1395 -1/18
(16) 35,5 eslitul (s 55 0 g5 45505 (Sl bl L

O 53T 5 o il 5 e il gl 53 O

G -13/5 31 531y 4o %95 5 (K5, o) 0o S bt ol
0/627 3315 o b 5 (prabeis (sla ko) 8/5

50
L

(mg/dl) s 5 s S8 Ca

-50
L

0 200 400 600
(mgrdl) 255 5 s 858 e

s 505 S IS Bland Altman is s:4 osted foges
=39/13 1 Gily a= %95 5 (55, bas) (g S, Lo LS
0/957 3515 o b 5 (paraheis Lo ko) 40/32 &

e s LABG s 53 ondS S0l
oole UMt o e 4 .3 5 8/1820/83 5 7/2+1/3
LT s 4 =0/98 mg/dl - Ssas 53 ml 55 eonlS
=15 4> Bland-Altman 30T .G o bt Jsis)
(5 o)l Lls5e5) sls Ol 1, 3/08 & -1/31

40
q

20

0
|

(Mg/dl) 25 5 Shesb paulS o 1580

(ME/dl) 25 5 Ol prudS 5500
s 0L ,a r___,.LfBIand AltMan 1> 05 15 o kel o909
Sl A Ay 95 5 (85, L) g S5 Lo LS
07216 3315 o o 5 (oprabais slales) 3/08 1 -1/31

.'.,

Lo LABG asei S S sles 5 by o b

175 1402 ol .1 asb aiag a)laid «oow g (s 8)9s

ohaijle Ak} esle olEisl alas


https://jmums.mazums.ac.ir/article-1-19522-en.html

[ Downloaded from jmums.mazums.ac.ir on 2025-12-27 |

Ohlow ) 0o ga) (Lexiion le)eiSte )sbs

o3lital op (glra Ol g 0 5 3,51 35 L5 LABG
5SU e 4 1§ o s Ml 1 (23:22)35 8
aalllan s Lal 6l S5 5t S 5 Ol 035
FeS Ohlag 03 (ilsl e 4 S S ol
TP

s 53 05 e 0198 SSLs ¥l
Sl sre LT Bl 5155 LABG 4505 5o r_:...lf
Dl e 3,y gl 4 Sl 2L Bld 4 Jg 540
by S 0 U5 e oS e SV 035
-1/31 s G o 03D 4 AL & gad ol O3 g
eas e 0L V"""K S 0558 Ol on 3/08
sls pLas Alanazi 5 Mirzazadeh Slallas ¢ filas 55
JB (Soron ABG 5 s 5 4 g0 oelS s 3lin 55 o
015 or el (58 I S 5 3003 3 gm5 4r 5
(2524) 5 8" oslazal SL Lo L (G 59 O 4 gad 95 A
edST Ol e 53 5L 5 Dl e ol anllles o
Lo G 05 VT o5 il s ol 4 il 5 e
reedS 40T 518 o (6 S 051N 1y 0 35 el
(ol o sl oz Sl Caliten Jol g8 51 Zoi 055
& gad 30dsS 0 M a4 LT ol Cawd s OT 1 385 uadss
JRV-ATN 1 VY IO VRCT TSP P SO oS

ABG o&iws 555 ol anlllas oyl (glays gdoms
0355 Lot B i bl la ey 5l ol o
SES 5 55 (pdS” LS ABG Lo sesT 5l & 5
L;ug,,;/ S Sl 5 o8 bejT s slazel L6
3 i i Ll LT
45 303 8 il (SLas O Coyle ) o LeT
Lds 0313 OLSS ABG (5l 1 05l s gos Jax
Sl (e 5 JES1 Ola 53 & ged

O 3 5 ol (San Lo 4 g pmme 3
ABG 4505 53 Ly S 5los 5 pelty (o Sl il
Sy YUT 5l edel Cmus 4 @Lﬁ Olg oo eyl
S | 313 3 Ollew Olays 5 oy 1 slne |, ABG

}J‘_’—A)} b Ql-»)) C,J«J_wABG c_"\_‘b)\ a:u.‘.'_w‘

508z Il an e S0 5 <SS 51 0T
()RR RN SR JUIN PRCS JURE
ABG L W 5 45 505 h_.ﬂl:_;ﬂau.»)a PP
ey cogdle 4 Bl @ sai Lyl 5 5 AU Ll 5 e
sombeiT sl b s b Jlise W5 e b )
b ol LS

33 Lo 3439 Kl Splis bl anllas s
i odalin Ly LABG 4 5ed 53 &u S slen Ol e
3 Js A8 ls gme (g LT Llowd 51 s oyl an S
a5 Ledleas )0 ol ) Sl 2L Bl
Saze=13/5-8/5 © s 33l 5 > 50062 3315 s 0
Slalles ys . cal sl ul JUBABG ;5 o S slea
23 S A e 3 LS Cmy S Slen Ol e S
ot oy p A2 le3T 5 VLT 51 LABG o&aus
Lol pon 5 0t e o) o b byt 5 Sl
DRVT oo 53 2y S len Sl fan 5 Lot Soeren
ols i)l S AR LT WISl S sl
Ssls 55 0L 5 AltuNoK axdllas 53 (VAOY) !
Sie 55 Cute  Kowen b ol pon 4553 2/92 - Sl
oK b a&ilo3T 55T 51 oy oo S sles
HUT s St otalin s clas€ 5 YUT
S S slen Ol e 55 Js8 L6 3315 Bland-Altman
(20)515 Ol gy 95 op) o

0S5 e 0133 5t Kok slis 578 0ol
Oy aals L Ll s 55 LABG 4i5ai 53 2 (gws 52
sdaliin o) s )3 5 s 40/32 6 -39/13 s
33 & Ollew 5 O1LSer 5 QUINN anlas 5 . As
e oy B 4 OV e ) i
T s 2 5 e e 116 6t 55 s ABG
LABG 8 58 blje 55 BBzt oy 5ty 4 51
ol aS w5158 1) s Jse e 10/5 (s
5 et son Ll 5 53 (o35 b ol oM
Sladlas im wb blie 53.(21) 505 e ola
OB s 45 (gls tme gl 45 sl 0L

1402 obT .1 sl o3g s)ladd «oomw g w 8)gs

ohdils 3b) eole a5l alas 176


https://jmums.mazums.ac.ir/article-1-19522-en.html

[ Downloaded from jmums.mazums.ac.ir on 2025-12-27 |

uljlSnm g 50l jagp

o iils (55l 5 s olwdiall 5 S

3B e Glatslas bl w b (S5 el
g g S

References

1. McEvoy MT, Shander A. Anemia, bleeding,
and blood transfusion in the intensive care
unit: causes, risks, costs, and new strategies.
Am J Crit Care 2013; 22(6): eS1-eS13.

2. Bodley T, Chan M, Levi O, Clarfield L, Yip
D, Smith O, Friedrich JO, Hicks LK. Patient
harm associated with serial phlebotomy and
blood waste in the intensive care unit: A
retrospective cohort study. PLoS One 2021;
16(1): e0243782.

3. Frangois T, Sauthier M, Charlier J, Dessureault
J, Tucci M, Harrington K, Ducharme-Crevier
L, Al Omar S, Lacroix J, Du Pont-Thibodeau
G. Impact of Blood Sampling on Anemia in
the PICU: A Prospective Cohort Study.
Pediatr Crit Care Med 2022; 23(6): 435-443.

4. Gupta M, Agrawal N, Sharma SK, Ansari
AK, Mahmood T, Singh L. Study of Utility
of Basic Arterial Blood Gas Parameters and
Lactate as Prognostic Markers in Patients
With Severe Dengue. Cureus 2022; 14(5):
£24682.

5. Giosue'Balzanelli M, Distratis P, Lazzaro R,
Del Prete R, Dipalma G, Inchingolo F,
Aityan SK, thuy Hoang L, Nguyen KC. The
Importance of Arterial Blood Gas Analysis
as a Systemic Diagnosis Approach in
Assessing and Preventing Chronic Diseases,

From Emergency Medicine to the Daily

PS5 N e 5 S r b Jty 5 il
3305 S 05 o a4 Sk 5 S (sladsal
S s ey b o3y Tl sl it s T
PR, CPUPE G QR B T T
oM :)_?-jl_:.::;‘\_g-j)_:iobl_aﬁ sbalis
Sl oslisal S UE 5 0l Cans G315 5 oDl 6

4w 93 ol 6, S0 jlusl g ABG L5 YULST

Practice. Preprints 2023, 2023041068.

6. Puravet A, Rieu B, Phere C, Kahouadji S,
Pereira B, Jabaudon M, Andanson B,
Brailova M, Sapin V, Bouvier D. Impact of
storage temperature and time before analysis
on electrolytes (Na+, K+, Ca2+), lactate,
glucose, blood gases (pH, pO2, pCO2), tHb,
0O2Hb, COHb and MetHb results. Clin Chem
Lab Med 2023; 61(10): 1740-1749.

7. Budak YU, Huysal K, Polat M. Use of a
blood gas analyzer and a laboratory
autoanalyzer in routine practice to measure
electrolytes in intensive care unit patients.
BMC Anesthesiol 2012; 12: 17.

8. O'Connor TM, Barry PJ, Jahangir A, Finn C,
Buckley BM, EI-Gammal A. Comparison of
arterial and venous blood gases and the effects
of analysis delay and air contamination on
arterial samples in patients with chronic
obstructive pulmonary disease and healthy
controls. Respiration 2011; 81(1): 18-25.

9. Sadariya Bhavesh R, Sharma H, Maheshwari
Amit V, Javia Hardik N, Bhoi Bharat K.
Comparison of venous and arterial blood
gases and pH in acute exacerbation of
chronic obstructive pulmonary disease-an
alternative approach. Int J Res Med 2014;
3(2): 123-126.

10. Treger R, Pirouz S, Kamangar N, Corry D.

177 1402 507 . 1 asl slag syl o § ¢ )0

ohaijle Ak} esle olEisl alas


https://jmums.mazums.ac.ir/article-1-19522-en.html

[ Downloaded from jmums.mazums.ac.ir on 2025-12-27 |

Ohlow ) 0o ga) (Lexiion le)eiSte )sbs

11.

12.

13.

14.

15.

16.

17.

Agreement between central venous and
arterial blood gas measurements in the
intensive care unit. Clin J Am Soc Nephrol
2010; 5(3): 390-394.

Kozact N. Can venous blood gas values be
used instead of arterial blood gas values in
respiratory alkalosis?. Tirk Biyokimya
Dergisi 2014;39(1):113-8.

Ehrmeyer SS, Laessig RH, Leinweber JE,
Oryall JJ. 1990 Medicare/CLIA final
rules for proficiency testing: minimum
intralaboratory performance characteristics
(CV and bias) needed to pass. Clin Chem
1990; 36(10): 1736-1740.

Nanda SK, Ray L, Dinakaran A. Agreement
of arterial sodium and arterial potassium
levels with venous sodium and venous
potassium in patients admitted to intensive
care unit. J Clin Diagn Res 2015; 9(2):
BC28-30.

Wongyingsinn M, Suksuriyayothin S. Use of
rapid ABG analyzer in measurement of
potassium concentration: does it agree with
venous potassium concentration? J Med
Assoc Thai 2009; 92(7): 925-929.

Xie H, Lv S, Chen S, Pang Z, Ye D, Guo J,
Xu W, Jin W. Agreement of Potassium,
Sodium, Glucose, and Hemoglobin Measured
by Blood Gas Analyzer With Dry Chemistry
Analyzer and Complete Blood Count Analyzer:
A Two-Center Retrospective Analysis. Front
Med (Lausanne) 2022; 9: 799642.

Johnston HL, Murphy R. Agreement
between an arterial blood gas analyser and a
venous blood analyser in the measurement of
potassium in patients in cardiac arrest.
Emerg Med J 2005; 22(4): 269-271.

Moreno G, Gunsolus IL. Reverse
pseudohyperkalemia and pseudohyponatremia

in a patient with B-cell non-Hodgkin

18.

19.

20.

21.

22.

23.

24.

lymphoma. Clin Biochem 2020; 78: 63-65.
Kozaci N, Oguzhan Ay M, Giiven R, Sagmaz
I, Karaca A. Comparison of Na, K, Cl, Hb
and Hct values measured by blood gas
analyzer and laboratory auto-analyzer/Kan
gazi analiz cihaz ve laboratuvar otoanalizorii
tarafindan oOlgiilen Na, K, Cl, Hb ve Hct
degerlerinin kargilagtirilmasi. Tiirk Biyokimya
Dergisi 2015; 40(4): 343-347.

Mustafa A, KOZACI N. Correlation of
Hemoglobin, Hematocrit and Electrolyte
Values with Venous Blood Gas Analyzer and
Laboratory Auto Analyzers in Patients with
Indications for Emergency Hemodialysis.
Anatolian Journal of Emergency Medicine
2020; 3(2): 31-36.

Altunok 1, Aksel G, Eroglu SE. Correlation
between sodium, potassium, hemoglobin,
hematocrit, and glucose values as measured
by a laboratory autoanalyzer and a blood gas
analyzer. Am J Emerg Med 2019; 37(6):
1048-1053.

Quinn LM, Hamnett N, Wilkin R, Sheikh A.
Avrterial blood gas analysers: accuracy in
determining  haemoglobin, glucose and
electrolyte concentrations in critically ill
adult patients. Br J Biomed Sci 2013; 70(3):
97-100.

Evron S, Tress V, Ezri T, Szmuk P, Landau
O, Hendel D, Schechter P, Medalion B. The
importance of blood sampling site for
determination of hemoglobin and biochemistry
values in major abdominal and orthopedic
surgery. J Clin Anesth 2007; 19(2): 92-96.
Marija K, Bernhard KF, Beatrice LK.
Blood-gas vs. Central-Laboratory analyzers:
interchangeability and reference intervals for
sodium, potassium, glucose, lactate and
hemoglobin. Heliyon 2021; 7(11): e08302.
Alanazi A, Al Obaidi NY, Al Enezi F,

1402 obT .1 sl ofag a)lad @ow g ¢ 8)9s

ohaijls Aib)y eole oGRSl alas 178


https://jmums.mazums.ac.ir/article-1-19522-en.html

[ Downloaded from jmums.mazums.ac.ir on 2025-12-27 |

uljlSnm g 50l jagp

AlMutairi M, Aljerian N, Alsultan O.
Correlation between the measurements of
serum and arterial blood gas (ABG) electrolytes
in patients admitted to the intensive care unit
at King Abdul-Aziz Medical City, Riyadh,
Saudi Arabia. Am J Clin Med Res 2015;

25.

3(3): 55-59.

Mirzazadeh M, Morovat A, James T, Smith
I, Kirby J, Shine B. Point-of-care testing of
electrolytes and calcium using blood gas
analysers: it is time we trusted the results.
Emerg Med J 2016; 33(3): 181-186.

1402 obT . 1 sl of3g o)ladd «@ow g (w 8)9s

ohaijle Ak} esle olEisl alas


https://jmums.mazums.ac.ir/article-1-19522-en.html
http://www.tcpdf.org

